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Purrent of Injury Predicts Adequate Active Lead
ixation in Permanent Pacemaker/Defibrillation Leads
herry J. Saxonhouse, MD, Jamie B. Conti, MD, FACC, Anne B. Curtis, MD, FACC
ainesville, Florida
OBJECTIVES The aim of this study was to determine whether current of injury can guide adequate
placement of active-fixation pacing leads.
BACKGROUND Active-fixation leads cause injury to the myocardium at the time of fixation, manifested as a
current of injury (COI) that may result in acute elevation of pacing thresholds. The
relationship of COI to subsequent improvement in pacing thresholds is not clear.
METHODS Sixty-five patients undergoing active-fixation lead implantation were enrolled. Current of injury
was characterized as the duration of the intracardiac electrogram (EGM) and the magnitude of
ST-segment elevation. Pacing parameters were measured up to 10 min after fixation.
RESULTS A total of 96 active-fixation leads were studied, and 76 leads had a current of injury. From
baseline to the time of fixation, the duration of the intracardiac EGM in ventricular leads
increased from 150  31 ms to 200  25 ms (p  0.001), and the ST-segment increased
from 1.5  0.2 mV to 10.0  2.0 mV (p  0.001), with subsequent improvement in pacing
thresholds from 1.5 0.4 V to 0.8 0.3 V (p 0.001) at 10 min. Atrial leads with a current
of injury had similar findings. Of the 20 leads without a COI, 5 dislodged acutely and 15 had
high pacing thresholds at 10 min, requiring repositioning.
CONCLUSIONS The development of a COI indicates that within 10 min of fixation, pacing threshold will
return to an acceptable range even if the initial measurement is high. Conversely, without a
COI, lead fixation is not adequate and the lead should be repositioned. (J Am Coll Cardiol
ublished by Elsevier Inc. doi:10.1016/j.jacc.2004.10.0452005;45:412–7) © 2005 by the American College of Cardiology Foundation
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termanent pacing and defibrillation leads may be anchored
n the heart either passively using tines or by active fixation.
ctive-fixation leads have either a fixed or an extendable-
etractable helix. These leads are initially traumatic to the
issue; therefore, adequate pacing thresholds may not be
btained immediately. The fixation of the lead into the
yocardium causes injury to the tissue known as the current
f injury (COI). The COI is recognized at the site of tissue
njury as an increase in the duration of the intracardiac
lectrogram (EGM) and elevation of the ST-segment fol-
owing the QRS signal (1,2). The presence of a COI in
etrospective studies has been correlated with adequate lead
lacement (2,3). Current of injury may be recorded during
lacement of passive leads as well, presumably because of
ocally damaged cell membranes consequent to the trauma
f electrode pressure against the endocardium (4). With
ctive-fixation leads, the ST-segment elevation is expected
o be even more pronounced. The duration of the intracar-
iac EGM has been reported to increase with lead implan-
ation as well; however, the absolute change from baseline
hat reflects a significant difference has not been defined in
trial or ventricular leads. In addition, the time course to
esolution of COI and its relationship to pacing thresholds
ave not been studied prospectively, nor has acute dislodge-
ent in the absence of COI been evaluated previously. We
nvestigated the time course of COI with active fixation of
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Manuscript received May 16, 2004; revised manuscript received September 28,
004, accepted October 18, 2004.trial and ventricular pacing/defibrillation leads and the
mprovement in pacing thresholds as an indicator of ade-
uate lead placement. Additionally, the magnitude of COI
f active atrial leads that reflects adequate lead placement
as evaluated.
ETHODS
ubjects. Subject selection was made from a consecutive
ample of patients who were undergoing active-fixation
trial pacing lead and/or ventricular pacing or defibrillator
ead implantation for standard clinical indications.
echnique. The patients were brought to the electrophys-
ology laboratory in a fasting, nonsedated state after having
iven informed consent. Using standard techniques, access
o the subclavian vein was obtained and a sheath was
dvanced to the right atrium. Either an atrial pacing or a
entricular pacing or defibrillator lead was advanced through
he sheath into the right atrium. The peel-away sheath was
emoved. Using straight and curved stylets under fluoro-
copic guidance, ventricular leads were advanced first into
he right ventricular outflow tract, and then pulled back into
he right ventricular apex. For the atrial leads, the lead was
ositioned in the right atrial appendage. Once proper
ocation was identified fluoroscopically, the lead was tested
efore fixation. The leads had an active collar; therefore,
easurements could be made before lead fixation. The stylet
as in place for recording of the COI before lead fixation,
hen withdrawn for all subsequent measurements from the
ime of fixation (0 min) to the 10-min recording time.
The atrial and ventricular pacing/defibrillation leads werell bipolar, extendable-retractable types with an electrically
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February 1, 2005:412–7 Current of Injury Predicts Adequate Lead Fixationctive helix. The two active-fixation lead models were
edtronic Inc. (Minneapolis, Minnesota) models 6947
ventricular defibrillation lead) and 5076 (atrial and ventric-
lar pacing leads).
easurements. A Medtronic pacing system analyzer
model 2090) was used for all acquisition of data. The
ipolar intracardiac EGM was recorded at 200 mm/s before
xation, at the time of fixation (0 min), and then at 2, 5, and
0 min after fixation. The specific settings for the pacing
ystem analyzer used included the following features: a
ampling rate of 9,862 samples per second per channel, a
esolution/accuracy of 0.2 mV or 10% (whichever is
reater), and a bandpass filter setting (atrial and ventricular)
f 0.5 to 250 Hz. Once the lead was fixed into the wall
right atrial appendage or the right ventricular apex) as
onfirmed by fluoroscopy, other pacing parameters were
btained in addition to the intracardiac EGMs. Pacing
hreshold, impedance, slew rate, current, and R- or P-wave
ensing were all measured simultaneously at the time of lead
xation and at 2, 5, and 10 min. The lead was not
epositioned until all measurements were made out to 10
in. If the pacing thresholds were not adequate,
1.5 mV, at 10 min, the lead was repositioned and the
bove measurements were obtained in the same manner.
Abbreviations and Acronyms
COI  current of injury
EGM  electrogram
igure 1. Measurement of current of injury using the intracardiac electrogr
f injury was hand-measured both as the increase in the duration of the int
n mV compared to baseline at 200 mm/s. This bipolar ventricular electrogram w
njury. (B) Ten minutes after lead fixation, with the electrogram having returneCurrent of injury was characterized as the duration of the
ntracardiac EGM and the magnitude of ST-segment ele-
ation. The intracardiac EGM duration, in ms, was hand-
easured from the initial deflection to the termination of
he last deflection that crossed the baseline (Fig. 1A). The
T-segment elevation, in mV, was measured from baseline
the isoelectric portion before the intracardiac EGM) to the
ighest voltage following the intrinsic EGM. Therefore, the
mplitude of the signal (R- or P-wave amplitude) did not
ffect the ST-segment measurements.
tatistical analysis. The sample size calculation was based
n ST-segment elevation of at least 2.0 mV of the ventric-
lar intracardiac EGM, which has been described to be a
ignificant change from baseline in prior studies (4). The
ample size calculation is estimated on the basis of the
ssumption that the study would have an 80% power
two-sided alpha, 0.025) to detect a difference in ST-segment
levation. Baseline characteristics and results are presented as
eans and standard deviations for continuous variables. Re-
eated measures analysis of variance with contrasts was used to
est for statistical significance between measurements made
efore fixation versus 0 and 10 min for the COI, and for 0
ersus 10 min for all other continuous variable measurements.
p value of 0.01 was considered significant.
ESULTS
ixty-five consecutive patients undergoing active-fixation
ead implantation were enrolled. There were 18 women and
7 men, with an average age of 60  10 years. Mean
recorded by a Medtronic model 2290 pacing system analyzer. (A) Current
diac electrogram (IED) in ms and the magnitude of ST-segment elevationam as
racaras recorded at the time of lead fixation with development of a current of
d to baseline.
e
l
s
M
m
V
5
i
e
i
m
2
e

(
d
1
0
3
b
t
o
1
c
fi
R
1
a
l
t
t
b
t
o
o
s
p
f
t
t
A
t
T
2
d
T

0
t
1
2
t
a
t
o
d
r
s
t
r
d
t
r
p
t
o
T
C
C
P
I
C
R
S
C
T
C
C
P
I
C
R
S
A
414 Saxonhouse et al. JACC Vol. 45, No. 3, 2005
Current of Injury Predicts Adequate Lead Fixation February 1, 2005:412–7jection fraction was 26 14%. A total of 96 active-fixation
eads, all of which had extendable-retractable helices, were
tudied (65 ventricular and 31 atrial leads). There were 50
edtronic model 6947 defibrillator leads and 46 Medtronic
odel 5076 pacing leads implanted.
entricular leads. There were a total of 65 ventricular leads;
0 had a COI at the time of fixation, manifested as an increase
n the duration of the intracardiac EGM and ST-segment
levation compared to baseline (Fig. 1). The duration of the
ntracardiac EGM increased from 150  31 ms to 200  25
s (p 0.001) at the time of fixation and decreased to 138
5 ms (p  0.001) at 10 min (Table 1). The ST-segment
levation increased from 1.5  0.2 mV to 10.0  2.0 mV (p
0.001) at the time of fixation and decreased to 0.8 0.2 mV
p  0.001) at 10 min. The ventricular pacing thresholds
ecreased significantly from the time of lead fixation to the
0-min recording time, from 1.5 0.4 V to 0.8 0.3 V (p
.001). Of the 50 ventricular leads that produced a clear COI,
8 had pacing thresholds 1.5 V, 8 had pacing thresholds
etween 1.5 and 2.0 V, and 4 had pacing thresholds2.0 V at
he time of lead fixation. All leads that had a COI at the time
f fixation had adequate pacing thresholds at the end of the
0-min recording period, defined as 1.5 V. Furthermore,
urrent and impedance significantly decreased from the time of
xation to 10 min. There was no significant difference in
-wave sensing or slew rate from the time of fixation to the
0-min recording time. However, consistent desirable R-wave
mplitudes ranging between 16 and 21 mV were observed in
eads that developed COI after active lead fixation.
The remaining 15 ventricular leads did not have a COI at
he time of lead fixation; 10 of these had high pacing
hresholds even at the 10-min recording time, ranging
etween 2.0 and 3.0 V (Table 2). These leads were reposi-
ioned after 10 min of fixation and all subsequently devel-
able 1. Acute Measurements of Ventricular Pacing or Defibrilla
(n  50) Before Fixation 0
OI: intracardiac EGM duration (ms) 150  31 20
OI: ST-segment elevation (mV) 1.5  0.2 1
acing threshold (V) 1.
mpedance (ohms) 95
urrent (mA) 1.
-wave sensing (mV) 1
lew rate (V) 2.
OI  current of injury; EGM  electrogram; NS  not significant.
able 2. Acute Measurements of Ventricular Pacing or Defibrilla
(n  15) Before Fixation
OI: intracardiac EGM duration (ms) 163  25 1
OI: ST-segment elevation (mV) 1.1  0.2 1
acing threshold (V) 2
mpedance (ohms) 1,0
urrent (mA) 1
-wave sensing (mV)
lew rate (V) 2bbreviations as in Table 1.ped a COI and adequate pacing thresholds at 10 min. Five
ther leads did not have a COI at the time of fixation and
ubsequently dislodged acutely within the 10-min recording
eriod. Pacing thresholds just before dislodgment ranged
rom 2.4 to 2.7 V (Fig. 2). These leads were also reposi-
ioned and subsequently had a COI and adequate pacing
hresholds.
trial leads. We implanted 31 atrial active-fixation leads;
wenty-six leads had a COI at the time of lead fixation (Fig. 3).
he duration of the intracardiac EGM increased from 125 
5 ms to 175 13 ms (p 0.001) at the time of fixation and
ecreased to 125  25 ms (p  0.001) at 10 min (Table 3).
he ST-segment elevation increased from 0.8 0.1 mV to 2.0
0.3 mV (p 0.001) at the time of fixation and decreased to
.5  0.1 mV (p  0.001) at 10 min. The atrial pacing
hresholds decreased significantly from the time of fixation to
0 min, from 1.5 0.4 V to 0.8 0.2 V (p 0.001). Of the
6 atrial leads that developed an obvious COI, 9 had pacing
hresholds 1.5 V and 17 had pacing thresholds between 1.5
nd 2.1 V at the time of lead fixation. All leads with a COI at
he time of fixation had pacing thresholds 1.5 V at the end
f the 10-min recording period. There was also a significant
ecrease in current and impedance after fixation at the 10-min
ecording time. No significant difference was noted in P-wave
ensing or slew rate in the first 10 min after fixation. Similar to
he ventricular leads, consistent desirable P-wave amplitudes
anging between 3.0 and 3.5 mV were observed in leads that
eveloped COI after active lead fixation.
The other five atrial leads did not develop a COI at the
ime of fixation, and their pacing thresholds remained high,
anging between 2.3 and 3.0 V after the 10-min waiting
eriod (Table 4). These leads were all subsequently reposi-
ioned, and a COI with pacing thresholds 1.5 V was
btained.
Leads With Current of Injury
2 min 5 min 10 min p Value
5 175  25 150  25 138  25  0.001
.0 6.6  1.2 3.4  0.8 0.8  0.2  0.001
.4 1.3  0.3 1  0.2 0.8  0.3  0.001
4 910  29 880  26 850  25  0.001
.2 1.7  0.2 1.5  0.2 1.1  0.1  0.001
18  2 18  2 19  2 NS
.3 2.7  0.3 2.8  0.2 2.8  0.2 NS
Leads Without Current of Injury
2 min 5 min 10 min p Value
25 150  25 163  25 163  13 NS
0.3 1.1  0.2 1.2  0.2 1.0  0.2 NS
0.3 2.4  0.3 2.4  0.3 2.5  0.3 NS
33 960  27 930  37 900  32  0.001
0.2 1.5  0.2 1.5  0.2 1.3  0.2 NS
2 13  3 13  2 13  2 NS
0.3 2.7  0.3 2.7  0.3 2.8  0.3 NStion
min
0  2
0  2
5  0
0  2
9  0
8  2
7  0tion
0 min
50 
.1 
.5 
00 
.5 
14 
.7 
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February 1, 2005:412–7 Current of Injury Predicts Adequate Lead FixationISCUSSION
he major finding of this study is that the presence of an
dequate COI at the time of an active-fixation pacing or
efibrillation lead placement correlates with adequate lead
xation. We define an adequate COI as an increase in the
uration of the atrial or ventricular intracardiac EGM by 50
s and an increase in ST-segment elevation of at least 5 mV
or ventricular leads and 1 mV for atrial leads compared to
aseline. Alternatively, an adequate COI could be described
s an ST-segment elevation of at least 25% of the intrinsic
trial or the ventricular EGM amplitude. Furthermore, if a
OI develops after fixation as seen in our study, but pacing
hresholds are transiently elevated (1.5 V), they will
mprove within the first 10 min after fixation. One should
ait for the improvement in pacing thresholds rather than
ttempt to reposition the lead immediately. Thus, the
Figure 2. Ventricular lead without a current of injury at the time of fixatigure 3. Atrial electrogram recorded at baseline (A) and at the time of fixation
lectrogram and ST-segment elevation.ntracardiac EGM at the time of lead fixation is a useful tool
or guiding lead placement and repositioning.
The presence of a COI is a visual observation of the
hange in the intracardiac EGM from baseline to the time
f fixation. The change in morphology can be described as
n increase in duration of the intracardiac EGM and a
arked ST-segment elevation from baseline. The morphol-
gy of the intracardiac EGM differs between the atrium and
he ventricle, mostly because the ventricular EGM has a
igher amplitude signal and, subsequently, a greater mag-
itude of ST-segment elevation in comparison to the
trium. The morphology of the atrial intracardiac signal has
een described in the past (5); however, the acute changes
elated to active-fixation leads and COI have not been
tudied until now.
As mentioned earlier, an ST-segment elevation of 2.0
ead dislodgement occurred after eight minutes from the time of fixation.(B), illustrating a current of injury with prolongation of the intracardiac
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Current of Injury Predicts Adequate Lead Fixation February 1, 2005:412–7V has been considered evidence of an adequate COI in
entricular passive pacing leads (4). However, the magni-
ude of ST-segment elevation that could constitute a sig-
ificant COI for atrial leads has not been previously
eported. The atrial leads that developed a COI had
T-segment elevation of at least 1 mV, and those that did
ot have a COI had minimal ST-segment elevation, 0.2
V. On the basis of the results of this study, we define an
dequate COI in atrial leads as an increase in ST-
egment 1 mV and 5 mV in ventricular leads.
urthermore, the increase in duration of the intracardiac
GM from baseline has not been defined in both atrial
nd ventricular active-fixation leads; we noted that an
ncrease of 50 ms from baseline represented a significant
hange. Although we have presented measurements that
re representative of an adequate COI, it should be noted
hat COI is readily visualized when present without the
eed for specific measurements.
Other pacing parameters also were measured simulta-
eously and, as expected, the impedance and the current
oth decreased significantly over the initial 10-min waiting
eriod after fixation. The slew rate, P-wave, and R-wave
ensing did not change significantly during the recording
ime. Slew rate has been described to decline significantly by
bout 40% once the lead enters the chronic phase, but this
akes up to 4 weeks to occur (6). Therefore, we did not
xpect an acute decline in slew rate within the first 10 min.
imilarly, P- and R-wave sensing also were not significantly
ifferent from the time of fixation to 10 min, as it is still in
he acute phase.
In the late 1970s, three centers retrospectively reviewed
ll ventricular lead malfunctions at one-year follow-up. Of
he patients who had lead dislodgement as a complication,
pproximately 50% had demonstrated either no ST-
able 3. Acute Measurements of Atrial Pacing Leads With Curr
(n  26) Before Fixation 0
OI: intracardiac EGM duration (ms) 125  25 17
OI: ST-segment elevation (mV) 0.8  0.1
acing threshold (V) 1.
mpedance (ohms) 90
urrent (mA) 1.
-wave sensing (mV) 3.
lew rate (V) 1.
bbreviations as in Table 1.
able 4. Acute Measurements of Atrial Leads Without Current o
(n  5) Before Fixation
OI: intracardiac EGM duration (ms) 125  25 12
OI: ST-segment elevation (mV) 0.8  0.2 1.
acing threshold (V) 3.
mpedance (ohms) 80
urrent (mA) 1.
-wave sensing (mV) 3.
lew rate (V) 1.bbreviations as in Table 1.egment elevation or one 2 mV at the time of implanta-
ion of passive-fixation leads (4). Therefore, documentation
f a discrete COI was a valuable sign of adequate lead
lacement, and ST-segment elevation of at least 2 mV
uggested a satisfactory electrode-tissue interface for
assive-fixation leads. A more recent study concluded that
trial lead implantation with the presence of COI predicts
mprovement of pacing thresholds (7). Furthermore, fixa-
ion of active atrial and ventricular leads has been correlated
ith acute changes in both pacing thresholds and R- or
-wave amplitudes that may improve with time (8). Despite
hese findings, a prospective evaluation of the COI and its
irect relationship to pacing thresholds has not previously
een demonstrated in atrial or ventricular leads.
As mentioned earlier, two Medtronic lead models were
sed in our study. Both have electrically active helices and
o differences were noted between COI or other measure-
ents made. However, we cannot predict that similar
bservations would be valid with inactive helices.
The clinical implications of this study are that COI
hould be used routinely to assess adequacy of active-
xation lead placement for both atrial and ventricular pacing
eads. If a COI is present at the time of fixation but pacing
hresholds are not desirable, it is worthwhile to wait, and the
hreshold will decrease over the next 5 to 10 min. In fact, if
n adequate COI is observed, one may consider proceeding
ith completion of the pacemaker implantation with con-
ecting the leads to the generator and closing the pocket,
ith final testing of the lead at that time, if the pacing
hreshold has not already declined to 1.5 V. With this
pproach, we have had no problems with needing to reopen
he pocket and reposition the lead. On the other hand, if we
ave no COI or minimal changes and a high pacing
hreshold, we reposition the lead immediately.
f Injury
2 min 5 min 10 min p Value
3 163  13 150  13 125  25  0.001
.3 1.4  0.4 1.0  0.3 0.5  0.1  0.001
.4 1.3  0.3 1  0.3 0.8  0.2  0.001
1 860  25 830  20 800  25  0.001
.2 1.7  0.2 1.5  0.2 1.1  0.1  0.001
.3 3.0  0.2 3.2  0.2 3.2  0.2 NS
.3 1.0  0.3 1.0  0.3 0.9  0.3 NS
jury
2 min 5 min 10 min p Value
3 125  13 125  13 125  13 NS
.2 1.0  0.1 0.9  0.1 0.9  0.1 NS
.4 2.8  0.3 2.8  0.3 2.7  0.3 NS
2 810  26 810  26 800  36 NS
.2 1.5  0.2 1.5  0.2 1.2  0.2 NS
.2 3.0  0.3 3.0  0.1 2.8  0.3 NS
.4 1.0  0.3 1.0  0.2 0.9  0.3 NSent o
min
5  1
2  0
5  0
0  2
9  0
0  0
0  0f In
0 min
5  1
0  0
0  0
0  3
5  0
2  0
0  0
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